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  :خلاصه

 مطالعات نشان داده است كه غلظت منيزيم در .، اسپكتروفتومتري جذب اتمي است سرمگيري منيزيمهروش مرجع براي انداز: هدفسابقه و 
م از طريق فتومتري و يگيري منيزدو روش اندازهمقايسه اين مطالعه هدف از  ، بنابراين.تواند توسط روش فتومتري هم سنجيده گرددسرم مي

 .ستجذب اتمي در بيماران ديابتي ااسپكتروفتومتري 
 ميزان منيزيم .در اين مطالعه شركت كردندسال  52/52± 88/4ميانگين سني با  زن 30 مرد و 10  بيمار ديابتي شامل40تعداد  :هامواد و روش

 و اسپكتروفتومتري جذب اتمي)  نانومتر546 كيت پارس آزمون با استفاده از گزيليديل بلو، طول موج( فتومتري اين افراد با دو روش  سرمدر
 .گيري شد و نتايج با هم مقايسه گرديداندازه
با مقايسه نتايج  .دست آمده ب07/3 ±42/0  و روش اسپكتروفتومتري جذب اتمي03/3±82/0ميانگين نتايج حاصل از سنجش با فتومتري  :نتايج

  .)=7/0P ( مشاهده نگرديدداري بين دو روشدست آمده از اين مطالعه اختلاف معنيهب
توان با توجه  مي، لذا.گيري منيزيم وجود ندارد در اندازه فتومتري و اسپكتروفتومتري جذب اتميداري بين دو روشتفاوت معني: گيرينتيجه

 .گيري منيزيم استفاده نمودوش فتومتري، از اين روش جهت اندازهرتر بودن تر و در دسترسارزانبه 
  جذب اتمي منيزيم، فتومتري، اسپكتروفتومتري :كليديواژگان
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Abstract: 

 
Background: Gold standard method for the measurement of Magnesium is the atomic 
absorption spectrophotometery. Studies are shown that Magnesium concentration can also be 
measured by photometric assay. Therefore, the purpose of this study was to compare the two 
methods for Magnesium measurement in the patient’s serum. 
Materials and Methods: Forty diabetic patients (10 men and 30 female) participated in this 
study. Mean age of the patients was 52.52±4.88. Magnesium was measured in serum by the 
atomic absorption spectrophotometric and photometric methods (Pars Azmun Kit, using 
Xylidyl Blue, wave length=546 nm) and then the results were compared.  
Results: The mean values for the photometric and spectrophotometric methods were 
3.03±0.82 and 3.07±0.42, respectively. No significant difference was seen between the two 
methods (P=0.7).  
Conclusion: Considering the lower cost and accessibility of using the photometric method, 
this method, as a reliable method, can be recommended to measure the level of Magnesium. 
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